Inactivation of a ventricular tachycardia preventive algorithm during automatic mode switching for atrial tachyarrhythmia.
A patient with a dual chamber implantable defibrillator and pause dependent VT in whom a rate smoothing algorithm failed to operate during automatic mode switching due to device idiosyncrasy is reported. Preventive measures are discussed.